PM Maintenance Log

LABORATORY PROCEDURES
INSTRUMENT MAINTENANCE AND CALIBRATION VERIFICATION

POLICY: All instruments kept within a laboratory must have periodic
maintenance checks, according to the manufacturer's recommendations. Each
instrument will have a log or file in which all maintenance performed, either by
the manufacturer's service representative or by laboratory personnel, is
documented. An instrument is calibrated by the manufacturer before shipping.
The calibration verification data must be kept in the maintenance log of this
instrument. Instruments used within this laboratory for laboratory testing
include:

*Annual PM of equipment under service contract.
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